Monte carlo based simulation for evaluating optode fiber placement in prefrontal cortex imaging of motor skills during surgical training.
This study investigates the sensitivity of fiber placement positioning for the purpose of prefrontal cortex imaging using functional near-infrared spectroscopy (fNIRS). Results indicate that our proposed optode placement has higher scaled-absorption sensitivity than the traditional International 10-20 system for optode placement based on Monte Carlo simulations.